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NATIONAL FOREWORD 

This Indian Standard ( Second Revision ) which is identical with ISO 4490 : 2001 'Metallic powders — 
Determination of flow time by means of a calibrated funnel ( Hall flowmeter )' issued by the International 
Organization for Standardization ( ISO ) was adopted by the Bureau of Indian Standards on the recommendation 
of Powder Metallurgical Materials and Products Sectional Committee and approval of the Metallurgical 
Engineering Division Council. 

This standard was first published in 1968 and revised in 1984 harmonizing with International Standard 
ISO 4490 : 1 978. Since ISO 4490 was revised in 2001 , therefore, need vjas felt to revise IS 4840 also. 

The text of the ISO Standard has been approved as suitable for publication as an Indian Standard 
without deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard* appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma ( , ) has been used as decimal marker while in Indian Standards, the current practice is 
to use a point ( . ) as the decimal marker. 

The sampling of the powder for conducting the test is given in National Annex A. 

In reporting the result of a test or analysis made in accordance with this standard, if the final values, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules for 
rounding off numerical values ( revised y. 
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Indian Standard 

METALLIC POWDERS —DETERMINATION OF 

FLOW TIME BY MEANS OF A CALIBRATED 

FUNNEL ( HALL FLOWMETER ) 

(Second Revision) 

1 Scope 

This International Standard specifies a method for determining the flow time of metallic powders, including powders 
for hardmetals, by means of a calibrated funnel (Hall flowmeter). 

The method is applicable only to powders which flow freely through the specified test orifice, 

2 Principle 

Measurement of the time required for 50 g of a metallic powder to flow through the orifice of a calibrated funnel of 
standardized dimensions. 

3 Apparatus 

3.1 Calibrated funnel, having the dimensions shown in Figure 1 (see clause 4). 

The funnel shall be made of a non-magnetic, corrosion-resistant metallic material having sufficient wall thickness and 
hardness to withstand distortion and excessive wear.^) 

3.2 Stand and horizontal vibratlon4ree base, to support the funnel rigidly, e.g. as indicated in Figure 2.'*) 

3.3 Balance, of sufficient capacity, capable of weighing the test portion to an accuracy of ± 0,05 g. 

3.4 Stopwatch, capable of measuring elapsed time to an accuracy of ± 0,1 s. 

3.5 Chinese emery grit, a reference powder used for calibration of the funnel. ^) 



1) Apparatus complying with 3.1 and 3.2, and standard Chinese emery grit can be purchased from AcuPowder International, 
LLC, 901 Lehigh Avenue, Union, NJ 07083, USA. This information vs given for the convenience of users of this International 
Standard arKi does not constitute an endorsement by ISO of the company named above. Equivalent products may be used if they 
can be shown to lead to the same results. 
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Dimensions in millimetres 



065 




^ These dimensions are mandatory. 



Figure 1 — Calibrated funnel (Hall flowmeter) 
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Figure 2 — Arrangement of calibrated funnel and stand 



c) Weigh out 50 g of the emery grit. 

d) Follow the procedure outlined in clause 6. 

e) Repeat the procedure with the same 50 g mass of emery until there are five determinations within 0,4 s. 

f) The average of these five determinations is stamped on the bottom of the funnel and shall be within 40,0 ± 0,5 s. 

NOTE The Chinese emery grit used as reference powder replaces the Turkish emery grit from the earlier edition of this 
International Standard, as the latter is no longer available. The Chinese emery has been found to be more sensitive and the 
instructions should therefore be followed carefully. 

4.2 Calibration by the user of the funnei 

The flow time of the reference sample shall be determined by the above method. If the flow time has changed to be 
outside 40,0 ± 0,5 s, a correction factor must be used when measuring different powders. This correction factor is 
obtained by dividing 40,0 by this new value for the Chinese emery grit. 

NOTE 1 It is recommended that the users periodically verify whether a correction is needed or not. 

NOTE 2 It is recommended that before a correction factor is adopted the cause of the change be investigated. If the (low time has 
decreased it is probable that repeated use has burnished the orifice and a (new) correction factor is justified. An increase in flow 
time may indicate a coating of soft powder on the orifice. This coating should be carefully removed and the calibration test 
repeated. 

NOTE 3 It is recommended that the use of a funnel be discontinued after the flow time of the reference sample has decreased to 
less than 37 s. 

5 Sampling 

5.1 The mass of the test sample shall be at least 200 g. 

5-2 In general, the powder shall be tested in the as-received condition. In certain cases, and after agreement 
between supplier and user, the powder may be dried. However, if the powder is susceptible to oxidation, the drying 
shall take place in vacuum or in inert gas. If the powder contains volatile substances, it shall not be dried. 

5.3 Immediately before the test, weigh out a (50 ± 0,1) g test portion. 

5.4 The determination shall be carried out on three test portions. 

6 Procedure 



Transfer the test portion to the funnel, keeping the discharge orifice closed by a dry finger. Take care that the stem of 
the funnel is filled with powder. Start the stopwatch (3.4) when the orifice is opened and stop it at the instant the last 
of the powder leaves the orifice. Record the elapsed time measured to the nearest 0,1 s. 

Alternatively, the orifice can be kept open, when the test portion is transferred to the funnel with the rest of the 
procedure being the same. 
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NOTE If the powder does not begin to flow when the orifice is opened, one slight tap on the funnel to start flow is permitted. If this 
has no effect, or if the flow stops during the test, the powder is considered to possess no flowability according to the test method 
described in this International Standard. 

7 Expression of results 

Calculate the arithmetic mean of the results of the three determinations and report the value in seconds per 50 g, 
rounded to the nearest second. If a correction factor (see 4.2) should be used the average shall be multiplied by this 
correction factor. 

8 Precision 

8.1 Repeatability 

From spherical powders with shorter flow times than 20 s for 50 g, duplicated tests using the same equipnr>ent by the 
same operator on one homogenized batch of powder should be considered suspect, if they differ by more than 0,1 s 
at a 95 % confidence level. 

8.2 Reproducibility 

Adequate values are not available for this edition of ISO 4490. 

9 Test report 

The test report shall include the following information: 

a) reference to this International Standard, i.e. ISO 4490; 

b) all details for identification of the test sample; 

c) the result obtained; 

d) the use of open orifice; 

e) all operations not specified by this International Standard, or regarded as optional (e.g. the drying procedure 
applied and whether flow has been induced by tapping the funnel); 

t) details of any occurrence which may have affected the result. 
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NATIONAL ANNEX A 

( National Foreword ) 

A-1 The sampling of the powderforconducting the test shall be in accordance with IS 6492 : 1972 
'Methods for sampling of powders for powder metallurgical purposes'. 
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BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
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BIS has the copyright of all its publications. No part of these publications may be reproduced in any 
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Amendments are issued to standards as the need arises on the basis of comments. Standards are 
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indicates that no changes are needed; if the review indicates that changes are needed, it is taken 
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amendments or edition by referring to the latest issue of 'BIS Catalogue' and 'Standards : Monthly 
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